The Design of Glioma Hyperthermia Instrument Based on Fuzzy-PID.
Fuzzy-PID control is introduced to glioma Hyperthermia, the system structure chart of Hyperthermia is given, Fuzzy-PID arithmetic, control rules and the time response figure are illuminated in detail. The simulation figure of the heating field characteristic and circuit of temperature measure are given. Finally, the clinical result of this instrument is introduced, which is in animal experiment.